U. S. Department of Commerce 
National Bureau of Standards 



Research Paper RP2016 
Volume 42, August 1949 



Part of the Journal of Research of the National Bureau of Standards 



Volume Dilatometry ! 

By Norman Bekkedahl 



The volume dilatometer, although inexpensive and simple in construction and principle, 
is found to be a valuable research tool, not only for obtaining data on volume coefficients 
of thermal expansion, but also for studying phase changes in solids and liquids. The prep- 
aration and operation of the volume dilatometer are described in detail. An illustrative 
calculation is given using data obtained from volume-temperature measurements on a sample 
of butyl rubber from about —30° to +90° C, using mercury as a confining liquid in the 
dilatometer. 



I. Introduction 

Dilatometers have been employed in various 
forms for the measurement of expansivity of both 
solids and liquids. Linear dilatometers of various 
types have frequently been used to advantage in 
determining the expansivity of metals and other 
solid materials. They cannot, of course, be used 
for measuring the expansivity of liquids, nor can 
they be relied upon to give correct results for 
nonrigid solid materials. In the latter instance, 
however, the volume dilatometer can be used 
successfully. 

In addition to the simple determination of 
thermal expansivity of solids and liquids, this 
instrument has been used to great advantage in 
the study of phase changes. In experiments per- 
formed on unvulcanized natural rubber at this 
Bureau, it was found necessary, because of time 
lags in transitions, to study the phase changes of 
rubber by means of the dilatometer [5] 2 before 
satisfactory calorimetric measurements of specific 
heats could be made. The volume dilatometer 
offered a convenient means for studying rates of 
crystallization of vulcanized rubber [6], unvul- 
canized rubber [5, 24, 39], of glycerine [35], and 
also of sugar from a saturated solution [19]. 
Change of volume of rubber compounds has been 
studied while they are in the process of being 
stretched [18, 22]. In the dilatometric work of 



1 This work was financed, in part, by funds transferred from the Office of 
Naval Research. 

2 Figures in brackets indicate the literature references at the end of this 
paper. 



Holt and McPherson [18] on the crystallization 
of rubber upon stretching, this method proved 
simpler and produced more useful information 
than was obtained by the more elaborate X-ray 
techniques [1, 23]. Mondain-Monval [26] deter- 
mined the various transition temperatures for 
sulfur and for selenium. Several investigators 
used dilatometers to study volume changes during 
polymerization [14, 30, 33] and other reactions [15]. 
The quantity of bound water in solids has been 
determined accurately by similar procedures [2, 8]. 
Second-order transitions have been studied by 
this simple method. Raw rubber, using alcohol as 
a confining liquid in the dilatometer, was found to 
undergo this type of transformation at about 
— 70° C [5], whereas vulcanized rubber showed a 
corresponding change at higher temperatures, 
depending on the degree of vulcanization [5, 37, 
38]. Various investigators have obtained consider- 
able information on the characteristics of the 
second-order transition by studying volume-tem- 
perature relationships for polystyrene and other 
plastic materials [3, 7, 13, 21, 27, 32]. Some of 
these authors, and also others [3, 20, 27, 32, 36], 
have studied the nonequilibrium features of this 
type of transition. Boyer and Spencer [7] found 
the volume technique valuable in investigating the 
nature of polymeric mixtures and the homogeneity 
of copolymers. Jenckel and Ueberreiter [20, 21] 
likewise studied various substances, determining 
the effects of different molecular weights of poly- 
mers and also the effects of addition compounds 
on the temperature of this transition. 
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In previous papers on volume dilatometers 
[5, 6, 10, 12, 13, 15, 16, 19, 21, 28, 33, 36, 38, 39], 
the emphasis has always been on the results ob- 
tained, and the descriptions of methods of operation 
have usually been very brief or missing completely. 
Standard texts on measurements in physical 
chemistry do not include descriptions of the 
construction and operation of volume dilatometers. 
This paper has, therefore, been written in consider- 
able detail. The construction, operation, and 
method of calculating the results are described in 
full. The practices are similar to, but include 
marked improvements over, those previously used 
in this laboratory for investigations on rubber 
[5, 6, 39]. Illustrative data are given, together 
with detailed calculations, yielding, for the first 
time, information on the expansivity of a butyl 
rubber pure-gum vulcanizate. 

II. Sample 

A number of samples of different types of rubber 
in different compounding formulas have been 
measured for expansivities by means of volume 
dilatometers. However, only one of these samples 
was chosen for use in this article to illustrate the 
procedures of volume dilatometry and the methods 
of calculating the results from the data. This 
sample was a vulcanized gum stock of butyl rub- 
ber, compounded according to the formula 

GR-I synthetic rubber (butyl) _ 100 parts 

Zinc oxide 1. part 

Sulfur 1. 5 parts 

Butyl zimate 1.0 part 

Total 103. 5 parts 

The compound was cured in the form of sheets of 
2-mm thickness for 60 minutes at 153° C. 

III. Preparation of Dilatometer 

The dilatometer is made solely from glass tubing 
and a glass capillary. The tubing from which the 
bulb of the dilatometer is made can be of any size 
convenient to fit the size and shape of the sample. 
The size of the capillary depends on the range of 
volume expected to be covered in a given set of 
measurements, which in turn depends on the size 
of the sample, its expansivity, and the range of 
temperature to be covered. The greater the uni- 
formity of bore throughout the length of the tube, 



the simpler are the calculations and more reliable 
are the results. 

1. Calibrating the Capillary 

The capillary used to make the dilatometer de- 
scribed here was approximately 500 mm in length 
and about 2 mm in inside diameter. The thick- 
ness of the wall of the capillary was about 3 mm. 
It was made from Pyrex glass by the Corning 
Glass Company and was described as "specially 
selected as to uniformity." It was graduated 
along its entire length in millimeters. 

The capillary is calibrated by weighing mercury, 
at a known temperature, that had occupied known 
portions of the tube. In order to determine this 
volume with considerable accuracy, the zero 
(lower) end of the capillary is sealed to one arm of 
a capillary stopcock, the other arm of which is 
drawn to a smaller opening, thus forming a burette. 
In order to prevent air from being trapped in the 
stopcock, the mercury is introduced into the 
capillary by "sucking" it up through the stopcock 
and into the capillary by means of a vacuum 
pump. 

After the level of the mercury in the completely 
filled capillary is recorded, a portion of the 
mercury, say from about 50 to 75 mm in length, 
is run out into a container and weighed. The 
volume of the capillary between these two levels 
is determined from the weight of the mercury and 
tables of its density [34]. This same operation is 
then repeated, beginning at each new level of the 
mercury in the capillary, until some level near the 
bottom of the capillary is reached. Care should 
be taken, however, not to work too close to the 
seal because of a possible abnormal size of the 
capillary in this region. From the volume of 
mercury occupying the space between the highest 
and the lowest levels, the average change of 
volume per unit length, in milliliters per millimeter, 
is calculated. For the capillary used in these 
experiments the value was determined to be 
0.003720 ml/mm. 

Using the lowest recorded level of the capillary 
as a reference point, or as zero volume, the nominal 
volumes of the capillary at the other levels of 
calibration are calculated, assuming complete 
uniformity of internal diameter throughout the 
length of the capillary. At the various levels of 
calibration, these nominal or uncorrected volumes 
are compared with the actual volumes as obtained 
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by calibration. The differences between these 
two sets of values give the corrections of the 
capillary at these readings. If the true volume 
is greater than that obtained by assuming uni- 
formity of bore, then the correction is positive; and 
if it is less, then the correction is negative. 

From these data a graph is prepared in which 
the correction for nonuniformity of the capillary 
is plotted as a function of the reading of the 
capillary graduations. Corrections are zero, of 
course, at the highest and lowest levels of calibra- 
tion of the capillary. From this curve is deter- 
mined the correction to be applied to the linearly 
calculated volumes for any given level of capillary. 
For the capillary used in the present investigation 
the correction curve is shown in figure 1. For 
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Figure 1. Corrections to be applied to the volume of the 
capillary at various heights to account for irregularity in 
cross section. 

reasons that will be seen later in this paper, it 
is advisable to estimate the readings of the 
capillary to the nearest 0.5 mm and the weight 
of the mercury to the nearest 10 mg. From these 
calculations the volumes can be obtained to the 
nearest 0.002 ml. 

2. Adding the Sample 

The stopcock is removed from the capillary, 
and the zero end of the capillary is then sealed to 
one end of the 20-mrn tube (see fig. 2, A and B). 
Into the large, open end of the glass tube is in- 
serted the weighed sample. In this experiment, 
the sample of rubber was introduced in the form 
of strips cut from vulcanized sheets. These 
strips were cut in various widths, so as to fill up 
the cross-sectional area of the tube. The weight 
of the rubber sample was 27.321 g. 

After the sample, there is inserted a hollow 
bulb made from the same type of glass as the 
dilatometer. The arrangement up to this point, 
which can be seen in figure 2, C, is sealed off just 
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Figure 2. Steps in the construction and filling of a volume 
dilatometer. 

above the hollow bulb, forming the completed 
dilatometer illustrated in figure 2, D. The sole 
object of the small, hollow bulb is to allow the 
sealing of the dilatometer without unduly heating 
the specimen and without increasing the net 
volume of the dilatometer. Sealing the dilatom- 
eter at the same distance from the specimen with- 
out the presence of the bulb may avoid overheat- 
ing the sample, but it leaves more space to be 
occupied by the confining liquid, thus decreasing 
the precision of measurement. As the hollow 
bulb is made of the same material as the rest of the 
dilatometer, no correction need be made for its 
volume or its expansivity. The insertion of the 
bulb is therefore equivalent to reducing the net 
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volume of the dilatometer. Depending on the 
shape of the specimen, the volume of a sample in 
a dilatometer constructed in this manner may 
occupy as much as 75 percent or more of the total 
volume of the dilatometer. The dilatometer in 
this form is then weighed. For the experiment 
described here the weight of the dilatometer 
including the sample was 122.22 g. 

In an effort to eliminate the process of heat- 
sealing the glass bulb, one of the experimental 
dilatometers was prepared a little differently. 
Its bulb was made up of two parts, the bottom 
and the top halves joined to each other by means 
of a ground joint held together by springs. Al- 
though this bulb gave no real trouble, it required 
considerable care to keep it tightly closed, and less 
confidence was felt in the ground-glass joints 
through which there was always the possibility 
of a leak. 

Still another variation from the above-described 
dilatometers has been found necessary when the 
sample under investigation is soft enough to flow 
and is less dense than the confining liquid. In 
one experiment a soft polymeric material, under 
upward pressure from the mercury, was forced 
into the capillary on a rising temperature but 
would not return to the bulb on cooling. For 
use with substances of this type the capillary can 
be given a U-bend near the bottom, thus inverting 
the bulb. 

3. Choosing the Confining Liquid 

A confining liquid to be used in the dilatometer 
in order to be entirely suitable for the purpose, 
must satisfy certain requirements. It must exist 
in the liquid state over the entire range of tem- 
perature in which measurements are desired. It 
must have a vapor pressure sufficiently low that 
none of the liquid is lost by evaporation during 
the course of experiment. Its viscosity must not 
become unduly high at the lower temperatures. 
It must have little or no swelling action on the 
specimen. Its expansivity must be known accu- 
rately over the entire range of temperature for 
which it is to be used. In the present investiga- 
tion mercury was used as the confining liquid 
because it satisfied all these requirements. Mer- 
cury is to be strongly recommended for use in all 
investigations not requiring measurements below 
-39° C. 



In earlier work on rubber in this laboratory 
other confining liquids have been used [5j. Water 
is satisfactory near room temperature, but the 
relatively small range of temperature between its 
feeezing and boiling points greatly limits its 
usefulness. There are a number of organic 
liquids that are suitable for use at low tempera- 
tures. Acetone and the alcohols have been used. 
However, these liquids produce some swelling of 
natural rubber over long periods of time. This 
swelling was not observed to produce any change 
in expansivity, but in one instance swelling by 
acetone probably displaced the second-order 
transition of unvulcanized natural rubber to a 
lower temperature [5J. It is recommended that 
methyl alcohol be used in work at temperatures 
below —39° C. Some of the new liquid silicones 
may also prove to be useful in this range of 
temperature. 

4. Adding the Confining Liquid 

The dilatometer is placed in its normal upright 
position (see fig. 2, E) for the insertion of the 
confining liquid. Into the capillary is inserted a 
fine wire, about 0.4 mm in diameter, of such 
length that it reaches into the bulb of the dilatom- 
eter and rests against the specimen. The 
composition of the wire must be such that it is 
inert to both the sample and the confining liquid. 
The wire is then cut off at a point about 5 cm 
above the top of the capillary. The object of 
this wire is only to allow any entrapped air to 
pass more freely through the confining liquid in 
the capillary, and it is removed before measure- 
ments are made. A three-way stopcock is con- 
nected, by means of a short length of heavy- 
walled rubber tubing, to the top of the capillary, 
allowing the top of the wire to enter into the tube 
of the stopcock. A diagram of these connections 
can be seen in figure 2, E; but in order not to 
make the drawing too involved the wire is not 
shown. Through the three-way stopcock the 
dilatometer can be connected either to a mercury 
reservoir or to an efficient mechanical-type 
vacuum pump. 

The dilatometer is first connected to the vacuum 
pump in order to remove the air from the confining 
spaces of the dilatometer and also from the sample. 
This operation sometimes requires but a few min- 
utes, and other times it takes several days, depend- 
ing on the quantity of gas dissolved in the speci- 
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men. Gases must be removed quantitatively, 
because their expansivities are usually much dif- 
ferent from that of the sample, and their volume 
changes are also greatly dependent on variations 
in pressure exerted upon them. After the dissolved 
or entrapped air is thought to be removed, the 
stopcock is turned in order to allow the confining 
liquid to enter the dilatometer, including part of 
the capillary. 

Any small amount of gas entrapped in the dila- 
tometer can be determined quantitatively. The 
level of the liquid in the capillary is measured 
when the dilatometer is at atmospheric pressure. 
Then, at the same temperature, a vacuum is ap- 
plied to the capillary tube. The presence of en- 
trapped air in the dilatometer causes the level to 
rise to a steady state in the capillary. The 
amount of rise, however, depends not only on the 
quantity of gas entrapped and t he pressure change, 
but also on the compressibility of the materials 
in the dilatometer and pf the dilatometer itself. 
The increased level of the liquid is noted. 

For the dilatometer and its contents described 
in this investigation the increase in height of the 
mercury upon application of the vacuum was 1 
mm, which is equivalent to a volume of 0.0037 ml. 
From the volume compressibility of soft vulcan- 
ized rubber, about 50X10 -6 per bar [31], the 
volume of the rubber in the dilatometer increases 
by about 0.0015 ml for a decrease in pressure of 
one atmosphere. Similarly the volume of the 
mercury increases by about 0.0001 ml. A decrease 
of pressure inside the dilatometer also tends to 
decrease the volume of the dilatometer by an 
amount that has not been calculated. All three 
of these factors, therefore, cause the level of the 
mercury to rise in the capillary when the dila- 
tometer is subjected to a reduced pressure. This 
means that the increase in volume arising from 
these factors must be subtracted from the total 
observed increase in volume in order to calculate 
the volume of any gas inside the sample. The 
value thus obtained is 0.0021 ml or less. 

The reading for the mercury level in the capillary 
at room temperature was 368 mm above the zero. 
If it is assumed that the gas bubble was near the 
middle of the specimen, about 90 mm below the 
reference zero, a hydrostatic pressure of 458 mm 
of mercury was exerted on this bubble of gas 
while vacuum conditions existed above the mer- 
cury. Under normal atmospheric conditions the 



pressure on the gas bubble was therefore about 
1,218 mm of mercury. From the gas laws, 



v a = 



458 



1,218 



v„ 



in which V a is the volume of the gas bubble with 
atmospheric pressure on the mercury and V v the 
volume with vacuum. The difference in these 
volumes was measured in the capillary as 

V v -V a =0M2l ml. 

Solving the two equations for the volume V a , one 
arrives at a value of 0.0013 ml of gas in the dila- 
tometer. Experience has shown that this small 
quantity of gas is negligible. After volume-tem- 
perature measurements for the dilatometer are 
completed, the resulting data may be used to 
calculate the error caused by this quantity of gas. 

After adjustment of the level of the liquid in the 
capillary, the dilatometer is again weighed in order 
to determine the quantity of confining liquid. If 
some of the confining liquid must be removed from 
the capillary, it can easily be done by inverting the 
dilatometer and playing the wire inside the capil- 
lary. The weight of the dilatometer, including the 
sample and the liquid used in the present investi- 
gation, was 386.93 g, of which 264.71 g were there- 
fore mercury. 

If a confining liquid is used that is too volatile 
to be added conveniently by the above procedure 
employing a vacuum, the liquid can be added by 
subjecting the dilatometer bulb alternately to high 
and low temperatures. In this case, a funnel 
containing the confining liquid is fastened to the 
top of the capillary. 

IV. Experimental Procedure 

The assembly of apparatus used for making 
these measurements is quite simple. A cylindrical 
flask of about 6-liter capacity contains the baths 
of alcohol and of water that are used, depending 
on the temperature range of the experiment. For 
temperatures below 0° C it is recommended that a 
vacuum- jacketed cylinder be used as the container 
for the bath. This type of bath container is not 
actually necessary for proper operation but pro- 
vides easier control of temperature. Measure- 
ments may be conducted on several dilatometers 
in the bath during the same run. An efficient 
stirrer is required to maintain uniform tempera- 
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ture throughout the bath. Heat may be furnished 
the bath by means of an electrical immersion 
heater controlled by a variable-ratio autotrans- 
former. The temperature of the bath can be 
measured by calibrated thermometers capable of 
reading to the nearest 0.1° C. 

A determination of the density of the sample 
must be made in order to obtain the volume of 
the specimen in the dilatometer. The prepara- 
tion of the rubber sample for the density measure- 
ments and the method of determining the density 
were the same as those described in detail in 
another article [40]. This method of hydrostatic 
weighings is an excellent method for measurement 
of density [4] if a liquid is available whose density 
is accurately known, and if the liquid has no 
solvent action on the sample to be measured. 
Utilizing an analytical balance having a sensitivity 
of 0.1 mg, density values can be obtained that 
are reproducible to about 0.0002 g/cm 3 or better. 

For each set of measurements of volume- 
temperature in the dilatometer there must be 
recorded the room temperature, the reading of 
the dila torn eter-s tern at the surface of the bath, 
and also the reading of the thermometer-stem at 
the bath level. These data are necessary for the 
subsequent stem corrections for both the dilatom- 
eter and the thermometer. 

With the stirrer operating and a constant and 
uniform temperature attained, readings are first 
made of the liquid levels of the dilatometer 
capillary and of the thermometer. Dry ice is 
then added to the alcohol bath in order to cool 
to the proper temperature. With mercury as a 
confining liquid, the lower temperature of measure- 
ment is limited to about —39° C because of the 
freezing of mercury. After the bath and dila- 
tometer have remained at the lower temperatures 
sufficient time to be sure of temperature equilib- 
rium, measurements are made of capillary and 
thermometer readings. The temperature is then 
allowed to rise slowly, usually less than 0.5° C per 
minute. A faster rate of heating may cause a 
lag of temperature between the sample and the 
bath. The safe rate of heating can easily be 
checked by adding powdered dry ice in a quantity 
just sufficient to hold the temperature constant. 
If the capillary reading at this constant temper- 
ature checks with the equivalent one made on a 
rising temperature the rate of heating can be 
considered safe. If the test indicates a lag of 



temperature in the dilatometer the heating rate 
should be reduced. The maximum allowable 
rate is, of course, dependent on the heat con- 
ductivity of the confining liquid and the sample, 
and also on the size and shape of the specimen in 
the dilatometer. The rate of heating can be 
regulated very easily by either the controlled 
addition of dry ice or by the controlled application 
of current in the heater. 

When the temperature is reached where the 
liquid of the dilatometer approaches the top of the 
capillary, the heating is discontinued and the 
temperature allowed to attain that of the room, 
at which time the temperature and volume read- 
ings are again noted. A rought graph is plotted 
between the temperature and the capillary read- 
ings. The two values obtained at room temper- 
ature, before and after the run, should both lie on 
the smooth curve obtained from data of the run 
unless there has been introduced some disturbing 
influence, such as the transformation to a different 
phase of the material or the formation of gas in 
the dilatometer. 

Where data are desired at temperatures higher 
than those attained in the previous experiment, 
confining liquid must be removed from the 
dilatometer in order to bring the level nearer the 
bottom of the capillary. The dilatometer and 
contents need not be reweighed after this opera- 
tion, as the volume of the dilatometer has already 
been established from previous data. Experi- 
mental data above room temperature are then 
taken in the same manner as in the previous run. 

1. Calculations 

Table 1 includes all the data taken from the 
present experiment that are necessary for calcula- 
tion of results, with the exception of the calibra- 
tions of the capillary tube, which are shown in 
figure 1. The experimental data in the table 
begin with the weight of the sample, on line 1, 
and continue through line 11, the capillary read- 
ings as measured. All figures in the table below 
this latter line are calculated from the previously 
listed data. 

In the bottom line of the table are recorded the 
corrected temperatures. These figures include the 
previously determined corrections for the inaccu- 
racies of the thermometer and also the corrections 
for emergent stem. The latter corrections are 
made according to the usual procedure [11], taking 
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Table 1. Experimental data and calculated values for the volumes and densities of a sample of butyl gum rubber in a 

dilatometer 



Weight of sample 27.321 g. 

Weight of sample and dilatometer _ 122.22 g 

Weight of sample, dilatometer, and mercury (first series) 386.93 g. 

Temperature of room during dilatometric measurements 27° C. 

Capillary stem reading at level of bath 100 mm. 

Thermometer stem reading at level of bath 50° C. 

Capillary size, assuming uniform _ 0.003720 ml/mm. 

Density of sample at 25° C i 0.9333 g/cm. 3 

Capillary calibration : Figure 1. 



Thermometer readings (measured) °C. 

Capillary readings (measured) mm. 

C apillary readings (stem-corrected) mm. 

Capillary volumes (uncorrected for irregularity) ..ml. 

Corrections for irregularity (fig. 1) ml. 

Capillary volumes (corrected for irregularity) ml. 

Total volume of contents (uncorrected) ml. 

Total volume of contents (corrected for glass ex- 
pansion) ml.. 

Volumes of mercury ml. . 

Volumes of sample ml.. 

Densities of sample g/cm 3 _. 

Specific volumes of sample cm */g.. 

Temperatures (corrected) °C. 





First 


series 






Second series 




-23.7 


-4.8 


10.2 




41.3 


53.9 


67.2 


(368.0) 


111.0 


212.5 


290.5 


(80. 5) 


163.0 


227.0 


297.0 


368.0 


111.0 


212.0 


290.0 


80.5 


163.0 


227.5 


298.0 


1.369 


0.413 


0.789 


1.079 


0.299 


0.606 


0.846 


1.109 


+0.016 


+.006 


+.016 


+0. 018 


+.004 


+.012 


+.017 


+0.018 


1.385 


.419 


.805 


1.097 


.303 


.618 


.863 


1.127 


48. 834 


47. 868 


48. 254 


48. 546 


47. 752 


48. 067 


48. 312 


48. 576 


48. 834 


47. 845 


48. 240 


48. 539 


47. 752 


48. 075 


48. 326 


48. 596 


19. 560 


19. 385 


19. 457 


19. 508 


18. 478 


18. 533 


18. 575 


18.620 


29. 274 


28. 460 


28. 783 


29. 031 


29. 274 


29. 542 


29. 751 


29. 976 


10.9333 


0. 9600 


0. 9492 


0. 9411 


i 0. 9333 


0. 9248 


0. 9183 


0.9114 


1.0715 


1. 0417 


1.0535 


1. 0626 


1.0715 


1.0813 


1.0889 


1.0972 


(25. 0) 


-24.2 


-5.0 


10.3 


(25. 0) 


41.3 


53.9 


67.3 



81.0 
370.0 
372.5 

1.386 

+0. 016 

1.402 

48. 851 

48. 878 
18. 667 
30.211 
0. 9043 
1. 1058 
81.3 



1 Hydrostatic weighings. 

into account the coefficients of expansion of both 
the glass and the liquid inside the thermometer. 

The corrections for the emergent stem of the 
dilatometer are made in a manner similar to that 
used for the emergent stem of the thermometer. 
The difference between the expansivity of mercury 
used in the present dilatometer [34] and that of 
Pyrex glass [9, 17, 29] is 0.00017 per degree C. 
In table 1, line 12, are given the capillary readings 
after correction for emergent stem. The formula 
by which they are corrcted is 

correction=2£ (t—t r ) (R—R b ), 

in which K is the coefficient previously described 
(0.00017, if mercury is used in Pyrex glass), t is 
the temperature of the bath in degrees centigrade, 
t T is the temperature of the liquid in the emergent 
stem, which is practically the same as that of the 
room, R is the reading of the level in the capillary 
in millimeters, and R b is the capillary stem-read- 
ing at the level of the bath. These corrections 
are made to the experimental readings to the 
nearest 0.5 mm. 

From the stem-corrected dilatometer capillary 
readings (table 1, line 12) and the average size of 
the capillary in milliliter per millimeter (line 7), 
the capillary volumes, uncorrected for irregularity 



(line 13), are calculated for all of the temperatures 
of measurement recorded in the table. To these 
figures are added the corrections for nonuniformity 
of bore of the capillary (line 14), giving the cor- 
rected volume of mercury in the capillary (line 
15). For the capillary used in these experiments 
the corrections (see fig. 1) are all positive, which 
indicates a continuous decrease in the diameter of 
the tube in going up the capillary. Any abnormal 
size of the capillary near the zero reading or below 
the calibrated portion of the capillary will cause 
no error in the calculations, as the difference caused 
by this abnormality is taken care of in the calcula- 
tions for the size of the bulb of the dilatometer. 

A curve plotted from the original data, capillary 
readings versus temperature, showed that the 
mercury in the dilatometer stood at 368.0 mm 
at 25° C. Since the values for temperature and 
dilatometer readings in the first column of figures 
were obtained from the graph and not directly 
from measurements, they are placed in paren- 
theses. A similar situation exists in the fifth 
column of figures, the level of the mercury being 
different because some of the confining liquid had 
been removed, and the total volume was therefore 
changed. There is, of course, no stem correction 
to be made at room temperature. From the 
zero reading of the capillary, which is used as a 
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reference point, the volume occupied by the 
mercury of the stem, assuming a uniform bore 
throughout, is 368.0X0.003720, or 1.369 ml. 
From the calibration curve for the capillary, 
which was made previous to the preparation of the 
dilatometer and shown in figure 1, the correction 
at this height for nonuniformity of bore is found 
to be +0.016 ml. Therefore, the true volume 
of mercury in the capillary at 25° C is 1.385 ml. 

The volume of the dilatometer contents is 
determined from the weights and densities of the 
specimen and the confining liquid. For the 
present experiment the density of the sample of 
vulcanized butyl gum rubber was measured by 
means of hydrostatic weighings in distilled water 
and found to be 0.9333 g/cm 3 at 25° C. The 
27.32 1-g specimen therefore occupies a volume of 
29.274 cm 3 at 25° C. At this same temperature 
the density of mercury is 13.5340 g/ml, and there- 
fore the 264.71 g of confining liquid used in the 
first series of experiments occupies a volume of 
19.560 ml at 25° C. This gives a total volume 
of 48.834 ml for the contents of the dilatometer 
at 25° C. 

The weight of mercury of 264.71 g was that used 
only for the first series of experiments, performed 
below room temperature, and therefore could 
not be used in calculating the results tabulated 
in the second series, which were made above room 
temperature. The experiment described in the 
second series was made after some mercury had 
been removed in readjusting the level of the 
confining liquid in the capillary. At 25° C, 
the mercury level after readjustment stood at 
80.5 mm in the dilatometer capillary. This 
height corresponds to a volume in the capillary 
of 0.299 + 0.004, or 0.303-ml corrected volume. 
The capillary volume at 25° C in the first series 
was calculated to be 1.385 ml. Therefore, the 
amount of mercury removed was 1.082 ml, 
or 14.644 g. This left a weight of mercury of 
250.07 g in the dilatometer for the second series 
of experiments. 

The volume of the contents of the dilatometer 
(mercury plus sample) in the first series of measure- 
ments was calculated to be 48.834 ml at 25° C. 
Subtracting the volume of the mercury in the 
capillary at this temperature, 1.385 ml, leaves a 
volume of 47.449 ml for the bulb at 25° C. In 
order to determine the total volume of the contents 
at other temperatures, the bulb volume of 47.449 



ml is added to the corrected capillary volumes. 
This total volume (table 1, line 16) must, of 
course, be corrected further for the expansion or 
contraction of the glass of the dilatometer itself. 
The corrected volumes at other temperatures, V t , 
may be calculated from the equation 

V t =V 25 [1 + 0.000010 (*-25)], 

in which V 25 is the total volume of the dilatometer 
contents at 25° C, t is the temperature in degrees 
centigrade, and 0.000010 is the volume coefficient 
of expansion of laboratory Pyrex glassware 
[9, 17, 29]. These corrected volumes are recorded 
in line 17 of the table. 

The volumes of the mercury at the different 
temperatures (table 1, line 18) are calculated from 
the densities of mercury given in International 
Critical Tables [34]. It was found that, for the 
range of temperatures covered in these experi- 
ments, the volumes of mercury could be calculated 
to a precision of nearly one part in 100,000 by 
means of the equation, 

V=M (0.073554+0.0000134 t), 

in which V is the volume of the mercury in the 
dilatometer in milliliters, M is its weight in grams, 
0.073554 is its specific volume in milliliters per 
gram at 0° C, 0.0000134 is the temperature 
coefficient for its specific volume, and t is the 
temperature in degrees centigrade. 

The volumes of mercury (table 1, line 18) are 
subtracted from the corrected total volumes (line 
17) in order to obtain the volumes of the sample 
at the various temperatures (line 19). The 
calculations for the densities (line 20) and the 
specific volumes (line 21) are then made from the 
calculated volumes and the weight of the sample 
in the dilatometer. 

Table 1 illustrates the method of calculating the 
specific volumes and densities of the specimen at 
different temperatures. It contains only a repre- 
sentative portion of all the capillary and temper- 
ature data recorded in the experiments. The 
results calculated in the table, together with the 
results calculated from all the other data not 
recorded here, are reproduced in figure 3, which 
shows a graph in which the densities and the 
specific volumes of the sample of rubber are 
plotted as a function of the temperature. The 
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slope of these curves gives the changes in density 
and specific volume with respect to temperature, 

dp_ A dV 
dT ana df 

A differentiation with respect to temperature of 
the equation, p=m/V, where m is the mass of the 
sample, gives 



dp 
df~ 



> __d_ /ra\ 
n ~dT\Vj~ 

From this, one may obtain the equation 



m(dV\ 
V 2 \dTJ 



P \dTj- V\dTf 



It will be noted that all of the values of specific 
volume are represented in the graph by a straight 
line. The points representing the densities, how- 
ever, fall on a curve that is slightly concave up- 
ward. Since p=m/V, it is evident that p and V 
cannot simultaneously vary linearly with T at any 
given temperature. If one of these varies linearly, 
the other must vary hyperbolically. Instead of 
drawing a curve to try to fit all of the values of 
density, a straight line was drawn that represents 
its tangent at a temperature of 25° C. The object 
of this curve is to calculate the density coefficient 
at room temperature. From a large-scale draw- 
ing of the same graph, both the specific volume 
and the density curves show the coefficients 
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Figure 3. Specific volume in cm 3 /g and the density in g/cm 3 of a butyl gum rubber at different temperatures. 
These values are obtained from volume measurements in a dilatometer and are based on a density measurement at 25° C by means of hydrostatic weighings. 
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(l/V) (dV/dT) and -(1/ P ) (dp/dT) to be 
0.000567/deg C at 25° C. This value is about 15 
percent lower than that found for pure-gum 
vulcanizates of natural rubber [6]. 

2. Precision of Measurements 

The values of the densities of a sample deter- 
mined in a dilatometer at different temperatures 
can be of no greater precision or accuracy than 
the density value used as reference. For samples 
such as that used in these experiments and the 
method used to measure the density, the repro- 
ducibility of values of this constant is about 
±0.0002, or about two parts in 10,000. There- 
fore all other measurements should, if possible, 
be carried out to insure this continued precision. 
In order to do this, the weight of the specimen 
should be measured to the nearest 1 mg. The 
mercury, and thus the dilatometer too, should be 
weighed to the nearest 10 mg. The readings of 
the capillary of the dilatometer should be esti- 
mated to the closest 0.5 mm, which is equivalent 
to about 0.002 ml. The accuracy of the tem- 
perature should be within 0.1 deg, as an error of 
0.1 deg is equivalent to about 0.002-ml volume 
change for the contents of the dilatometer. The 
corrections for the capillary must, of course, fall 
within these same limits. 

It seems, therefore, that the limiting factors 
in the precision of the method are the ability 
to make precise measurements of temperature 
and of height of mercury in the capillary. The 
precision of these measurements could, of course, 
be stepped up to some degree, but this would serve 
uo useful purpose unless the density values were 
more reliable. From the position of the indi- 
vidual specific volume values with relation to the 
curve in figure 3, it would appear that the expan- 
sivity values are good to within 1 percent. This 
is equivalent to an error of ±0.0003 in the den- 
sity or specific- volume values at the extreme ends 
of the curves. 

In order to obtain precise results in expansivities 
the samples must be free from gases. The error 
caused by the presence of small amounts of gas 
can, however, be calculated. For example, it 
has been demonstrated that in the experiments 
described in this article there was about 0.0013 
ml of gas in the dilatometer at room temperature. 
At the lowest temperature at which measurements 
were made, —23.7° C, the capillary reading was 



111 mm above the zero. If, as before, the bubble 
is assumed to be in the center of the sample, 90 
mm below the zero reference, the pressure on the 
bubble of gas would be 961 mm of Hg. At 25° 
C it was found to be 1,218 mm. The 0.0013 ml 
of gas in the dilatometer at 25° C had therefore 
been changed at —23.7° C to 

0M3X lf x f= y014m1 ' 

The difference in volume of the gas between 25° C 
and —23.7° C is therefore only 0.0001 ml, which 
is beyond the limits of experimental measurement. 
The effect of this quantity of gas can therefore be 
disregarded. The same holds true for those 
experiments performed above room temperature 
for the same dilatometer and contents. 

The precision of this type of a dilatometer can, 
of course, be increased to beyond that described 
here. In order to do this one must be able to 
measure more accurately the temperature and the 
volume. The temperature-measuring instrument 
must be able to read smaller intervals of tempera- 
ture and to have greater accuracy. The rate of 
heating must be made slower and more uniform, 
or it may be advisable to make measurements at 
constant temperatures and increase the tempera- 
ture stepwise. The volume could be read more 
precisely if a capillary of smaller diameter were 
used. This, however, introduces more trouble 
in adding the confining liquid and regulating the 
level in the capillary before measurements are 
started. Madorsky [25] inserted wire of known 
and uniform diameter into the larger capillaries 
of his dilatometers, thus making them more sensi- 
tive. The range of temperature that a dilatom- 
eter can cover in a single experiment is, however, 
greatly decreased when using smaller capillaries. 
Gibson and Loeffler [16] and Burlew [10] used 
dilatometers of a different design and were able 
to weigh the mercury equivalent to the change in 
volume, thus increasing their precision. Their 
dilatometers were simplified by the fact that they 
were made for liquids only. 

V. Summary and Conclusions 

A somewhat detailed description has been given 
of the construction, calibration, and operation of 
a simple volume dilatometer, and also of the 
method of calculating specific volumes, densities, 
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and expansivities of solids or liquids from data 
obtained by measurements employing this type 
of dilatometer. The instrument is a relatively 
simple and inexpensive piece of equipment to 
construct. It can give volume expansivity mea- 
surements to a precision of about 1 percent. Its 
use provides an excellent method for the study of 
transitions. Illustrative data are given showing 
that the expansivity (1/T 7 ) (dV/dT) of a 
puregum vulcanizate of butyl rubber at 25° C is 
567 X 10~ 6 per deg C, about 15 percent lower than 
that for natural rubber. 
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